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Abstract. A DUALER (dual-channel airborne peroxy rad-
ical chemical amplifier) instrument has been developed and
optimised for the airborne measurement of the total sum of
peroxy radicals during the AMMA (African Monsoon Mul-
tidisciplinary Analyses) measurement campaign which took
place in Burkina Faso in August 2006. The innovative feature
of the instrument is that both reactors are sampling simulta-
neously from a common pre-reactor nozzle while the whole
system is kept at a constant pressure to ensure more signal
stability and accuracy.
Laboratory experiments were conducted to characterise
the stability of the NO2 detector signal and the chain length
with the pressure. The results show that airborne measure-
ments using chemical amplification require constant pressure
at the luminol detector. Wall losses of main peroxy radi-
cals HO2 and CH3O2 were investigated. The chain length
was experimentally determined for different ambient mix-
tures and compared with simulations performed by a chemi-
cal box model.
The DUALER instrument was successfully mounted
within the German DLR-Falcon. The analysis of AMMA
data utilises a validation procedure based on the O3 mix-
ing ratios simultaneously measured onboard. The validation
and analysis procedure is illustrated by means of the data
measured during the AMMA campaign. The detection limit
and the accuracy of the ambient measurements are also dis-
cussed.
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1 Introduction
Hydroxyl- and alkyl-peroxy radicals, HO2 and RO2, where
R stands for any organic chain, play an essential role in the
chemistry of the troposphere, particularly in the formation
and depletion mechanisms of ozone. In addition, they can be
used as good indicators for the photochemical activity of the
air masses. Radical chemistry in the troposphere has been
subject of intensive research in the past 3 decades (Clemit-
shaw, 2004; Monks, 2005). As radicals are intermediates of
many chemical reactions, it remains difficult to quantify their
amount and impact in a particular environment. The per-
oxy radical concentration depends on complex photochemi-
cal mechanisms involving existing sources and sinks of nitro-
gen oxides (NOx=NO+NO2), carbon monoxide (CO), hydro-
carbons and ozone (O3). Consequently, there are still many
unknowns both in clean and polluted atmospheres concern-
ing radical formation and effect. Measurement data, espe-
cially scarce for high levels of the troposphere, are therefore
required to improve the understanding of the tropospheric
chemistry.
In recent years, both new detection techniques and sub-
stantial improvements in the characterisation of existing
measurement techniques have been reported (Reiner et al.,
1997; Cantrell et al., 1996, 2003a, b; Green et al., 2003,
2005; Mihele and Hastie, 1998; Mihele et al., 1999; Reichert
et al., 2003). The quantitative and selective discrimination
between HO2 and RO2 was first accomplished by the Matrix
Isolation Spin Resonance Technique (Mihelcic et al., 1990).
The field deployment of MIESR is however limited by its
high weight, delicate sampling procedure and long sampling
time. Most recent developments aim at the speciation of dif-
ferent peroxy radicals by using other techniques (Edwards et
al., 2003; Fuchs et al., 2009).
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The chemical amplification is one of the most frequently
used measurement techniques for the determination of the
total sum of peroxy radicals (PeRCA: Peroxy Radical
Chemical Amplification). Since this technique was proposed
by Cantrell and Stedman (1982) and calibrated by Hastie et
al. (1991), there is abundant literature describing its gradual
improvement and characterisation for the ambient measure-
ment of peroxy radicals, and its deployment in diverse pol-
luted and remote areas (e.g. Monks et al., 1996; Carslaw et
al., 1999; Burkert et al., 2001a, b, 2003; Andre´s-Herna´ndez
et al., 2001; Cantrell et al., 1996a; Volz-Thomas et al., 2003;
Zanis et al., 2003; Fleming et al., 2006a, b).
In most cases, the measurement system consists of a sin-
gle reactor and detector. However, for remote areas and air-
borne measurements, dual systems, comprising two identi-
cal reactors and one or two detectors, have been recently de-
veloped in order to increase sensitivity and accuracy and to
address the issue of rapid changes of concentrations which
introduce error in the radical determination (Cantrell et al.,
1996b; Green et al., 2003).
This manuscript describes and reports on the DUALER
instrument (DUal channel Airborne peroxy radical chem-
icaL amplifiER), developed at the Institute of Environmen-
tal Physics of the University of Bremen (IUP-UB), and
its deployment onboard a research aircraft for the mea-
surement within the AMMA (African Monsoon Multidisci-
plinary Analyses) experimental campaign which took place
during the African monsoon period in August 2006. The
IUP-UB DUALER utilises a common inlet, and comprises a
double reactor and two identical detectors kept at a constant
pressure. In the following sections, the characteristics of the
instrument, calibration procedures and performance during
the campaign are discussed in detail. Some modelling and
analysis is used to support the interpretation of the data.
2 Experimental
2.1 Description of the set up
The PeRCA technique has been described in detail elsewhere
(Hastie et al., 1991; Cantrell et al., 1993; Clemitshaw et
al., 1997, 2004). Briefly, it uses the conversion of ambi-
ent peroxy radicals into nitrogen dioxide (NO2), which is
then detected by measuring the chemiluminiscence of its re-
action with luminol (3-aminophthalhydrazide: C8H7N3O2).
Generally, oxy, alkoxy, hydroxy and alkylperoxy radicals
(OH+RO+HO2 +6RO2) are all converted into NO2. As
RO and OH abundances in the troposphere are much lower,
PeRCA measures to a good approximation the total sum of
peroxy radicals RO∗2 (RO∗2=HO2+6RO2).
The conversion of RO∗2 into NO2 is accomplished by
adding nitrogen monoxide (NO) and CO to the sampled air
in a specially designed reactor. This leads to a chain reaction
the length of which determines the number of NO2 molecules
produced per peroxy radical and consequently the chemical
amplification of the signal. The chain length is defined by
the competition of the chain propagating reactions:
HO2+NO−→NO2+OH
OH+CO+O2 M−→CO2+HO2
RO2+NO−→NO2+RO
RO+O2−→HO2+organic products
and the chain terminating reactions, mainly being:
OH+NO M−→HONO
RO∗2+walls−→ non radical products
HO2+NO2 M−→HO2NO2
HO2+HO2−→H2O2+O2
OH+HO2−→H2O+O2
Under typical operating conditions, the radical-radical reac-
tions play a negligible role in the termination of the radical
amplification process.
A modulated signal is obtained by alternatively adding NO
with CO and NO with nitrogen (N2) to the reactor. In the ab-
sence of CO the peroxy radicals decay quickly and only a few
pptv of NO2 are produced from the reaction of the sampled
peroxy radicals with NO. As a result, the NO2 comprising
that in outside air plus other background trace gases produc-
ing NO2 in their reaction with NO like O3 is measured in
the so called “background mode”. When CO is added, the
conversion of radicals takes place and the total NO2 in the
so called “amplification mode” (i.e., NO2 from the conver-
sion of peroxy radicals plus other background trace gases
producing NO2 in their reaction with NO, plus NO2 itself)
is measured. The content of peroxy radicals in the air can
be calculated from the difference between the signals of both
modes, 1NO2, provided that the length of the chain reac-
tion is determined. This is usually undertaken extensively in
the laboratory (see Sect. 2.2) and regularly monitored during
campaigns.
The DUALER inlet shown in Fig. 1 was developed at the
IUP-UB. It comprises a double reactor sampling from a com-
mon pre-reactor nozzle and connected to two identical lumi-
nol detectors installed in a rack.
The ambient air is mixed with NO and CO as soon as
it reaches the reactors (21 mm ID, 310 mm L stainless steel
cylinders, 10 mm inlet orifice) and this mixture is pumped
through each reactor to its detector. The inner wall of the
reactors is Teflon coated. In order to ensure thorough mix-
ing, the addition gases are forced into the reactor through
a series of 8 orifices (1.5 mm ID) drilled radially at the top
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Fig. 1. Schematic presentation of the instrumental set up used for characterisation experiments and detail of some of the components of the
IUP-UB DUALER.
part of each reactor. The detector unit consists of a peri-
staltic pump for wetting with a 5×10−4 M luminol solution
two Whatman glass fibre filters located in front of two identi-
cal photodiodes (Fig. 1). A NO2 offset of 20 ppb is added to
the luminol detectors in order to assure their linear response
at low ambient O3 concentrations (Clemitshaw et al., 1997).
Input and exhaust gas flows are purified using appropriate
chemical converters: e.g. charcoal/iodine removes iron and
nickel carbonyls from CO; iron (II) sulfate (FeSO4) removes
traces of NO2 in NO, and activated charcoal with platinum in
aluminium pellets at a temperature T > 100 ◦C converts the
CO in the exhaust to carbon dioxide (CO2).
Data are acquired with a DT 322 Multifunction Data Ac-
quisition Board having an analog digital conversion rate
of 200 kSA/s per channel, 30 Hz averages being saved.
Homemade software is used to switch three way valves in the
inlet system every 60 s alternating the modes of the reactors.
In such a way it is possible to have continuous information
about total and background NO2 which are separately and
simultaneously measured by both detectors.
An important aspect of the IUP-UB DUALER is the pres-
sure regulation (see Sect. 3). This is achieved at the so called
pre-reactor nozzle, located in front of the reactors. As shown
in Fig. 1, the air coming through a 1 mm nozzle reaches first
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Table 1. Operating flow conditions at the DUALER reactor during
AMMA.
Gas Flow rate Reactor
(ml/min) concentration
Sampling air 500 –
600 ppmv NO in N2 2.5 3 ppmv
CO (99.97% purity) 37 7.4%
N2 (99.999% purity)) 37 ≈75%
NO2 1 ppmv in SA 10 20 ppbv
a volume of 54.5 cm3, which is kept at a constant pressure by
using a pressure controller (Bronkhorst, HI-TEC, F-004BI-
IV-55-V). The pressure line is connected to the sampling line
behind the detectors and both are connected to the vacuum
pump. In this manner the detector system is held at a set-
table, constant pressure. In order to prevent pressure varia-
tions when switching the measurement modes, a flow of N2
or CO appropriately is added at the second addition point, at
the bottom of the reactor.
For the AMMA flights (Andre´s-Herna´ndez et al., 2009;
Reeves et al., 2010) the DUALER was kept at 200 mbar.
To comply with safety regulations for the total volume of
CO allowed onboard the DLR-Falcon, the flows were ad-
justed to reach 3 ppmv NO and 7.4% CO added to the am-
bient flow; the total sampling flow rate at each reactor being
0.5 s L min−1. Table 1 summarises the operating flow condi-
tions and concentrations during AMMA. The gas residence
time in each reactor and in the line connecting the reactor to
the detector is therefore ca. 1.3 s, and 0.5 s, respectively. The
gas residence time in the pre-reactor nozzle varies depending
on the1P =Pambient−Preactor (see Sect. 3).
2.2 Calibration procedures
The sensitivity of the DUALER instrument relies both on
the efficiency of the conversion of radicals into NO2 at the
reactor, i.e., the chain length (CL), and on the performance
of the NO2 detector. The calibration procedure must there-
fore comprise regular CL and NO2 calibrations. The known
dependency of the CL on the relative humidity (RH) of
the air sampled (Mihele and Hastie, 1998; Mihele et al.,
1999; Reichert et al., 2003) has a negligible effect under
the AMMA measurement conditions. The DUALER in-
let was not heated during the AMMA flights but its inner
part was connected to the cabin of the aircraft. As a con-
sequence, the temperature of the reactors always remained
higher than that of the outside air. Therefore, the RH,(
P
H2O
partial
/
P
H2O
saturation
)
, decreases in the reactors with respect
to the ambient as Tambient < Treactor causes the increase in
P
H2O
saturation, and Pambient >Preactor causes the decrease in the
P
H2O
partial in the reactors (Kartal, 2009).
Table 2. Geometrical features of main components of the calibra-
tion set up.
DUALER pre- DUALER Pressure
reactor nozzle reactor chamber
Orifice diameter 1 m 10 mm 49.5 cm
Inner diameter 63 mm 21 mm 49.5 cm
Length 13 mm 31 mm 105 cm
Volume 55 cm3 10.7 cm3 0.2 m3
The NO2 response of the instrument detectors is calibrated
regularly by adding different NO2-air mixtures from cali-
brated air cylinders.
The CL calibration of the reactor is based on the pro-
duction of radicals from the UV photolysis of water (H2O)
at 184.9 nm (Schultz et al., 1995). The IUP-UB calibra-
tion source has been described in detail elsewhere (Reichert
et al., 2003). Briefly, a known water-air mixture is pho-
tolysed with a low pressure mercury (Hg) lamp which in-
tensity is attenuated by using a nitrous oxide (N2O) filter,
i.e., varying the N2O/N2 ratio in the absorption zone. CO
is added to the gas mixture to convert the OH produced
into HO2 radicals. As the amount of radicals is propor-
tional to the intensity of light, and the absorption coeffi-
cient of N2O (Cantrell et al., 1997) does not change signifi-
cantly around 185 nm (σN2O=14.05×10−20 cm2 molecule−1
at 25 ◦C with a 0.02×10−20 cm2 molecule−1 K−1, tempera-
ture dependency), different HO2 radical amounts can be pro-
duced for a constant H2O concentration:
[HO2]=
σ 184.9 nmH2O [H2O]
σ 184.9 nmO2 [O2]
[O3] (1)
σi being the corresponding absorption cross sections at
184.9 nm.
In order to characterise the performance of the instrument
for airborne application, a series of measurements were per-
formed under controlled pressure, P , conditions by deploy-
ing the calibration source in a pressure chamber of 0.2 m3,
which can be evacuated down to 100 mbar. The experimental
set up is depicted schematically in Fig. 1 and main geometri-
cal features are summarised in Table 2.
3 Characterisation of the DUALER for airborne
measurements
An important aspect of the airborne measurement of radi-
cals is the stability of the instrument performance during the
flight. Therefore a main issue of the characterisation of the
IUP-UB DUALER was the variation of the NO2 signal and
the chain length with the pressure.
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Figure 2: Variation of the detector sensitivity (S) with the pressure. S is defined 
as 1/a, NO2 being NO2= aX+b ; and X the detector signal in volts. The filter 
paper was changed at 500 mbar (see text). The values in dark blue and red 
correspond to NO2 detectors kept at 200 mbar constant pressure. 
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3.1 Variation of the NO2 sensitivity with the pressure
Figure 2 shows the NO2 detector sensitivity determined dur-
ing two series of calibrations made at pressures between am-
bient and 200 mbar. The detector sensitivity is defined as
S=1/a, NO2 being NO2 = aX+b and X the detector signal
in V . The detector signal degrades along each experimental
series after a few days as a consequence of filter ageing. This
deterioration is therefore not expected to affect the measure-
ments performed with brand new filters over the course of a
flight. Changing the filter in the detector is always associated
with improved sensitivity. This was observed at 500 mbar in
the data set above.
The results show that between ambient and 500 mbar the
detector sensitivity remains constant within the error (1σ ∼=
±6%), while from 500 mbar the sensitivity decreases signifi-
cantly when reducing the pressure, down to 45% at 200 mbar.
This can be attributed to the increase in the volume flow
through the detector which above a certain threshold may
lead to a drying out of the luminol on the filter. As the in-
strument measures NO2 concentration, the decrease of the
number of molecules involved in the luminescent reaction
with decreasing the pressure might explain some of the ob-
served behaviour below 500 mbar.
Changes in the pressure of the air sampled lead to a transi-
tion period of about 15 min, characterised by signal noise and
instabilities in the detector sensitivity. In addition to the pres-
sure dependency of the luminol chemistry mentioned above,
instabilities in the luminol flow affect critically the sensitivity
and overall performance of the luminol detectors.
Once the detector has stabilised at a particular pressure
(i.e., ±0.15% variability), both signal and sensitivity remain
fairly steady until the next pressure change as shown in Fig. 2
with 2 calibrations performed at 400 mbar. The variation of
the detector sensitivity with ambient pressure when the de-
tector pressure is kept at 200 mbar is additionally shown in
Fig. 2 for comparison.
These results show the necessity to maintain the PeRCA
detector at a constant pressure during airborne measurements
in order to maximise the number and representativeness of
observations. This has impact on the aircraft flight patterns
selected for the determination of atmospheric vertical pro-
files and the identification of short term pollution events.
3.2 Variation of the CL with the pressure
The extent of the chain reaction depends not only on the con-
centration of the reactants and the residence time in the re-
actor but also on the material and shape of the reactor, as it
results from the competition between amplification, chemi-
cal loss reactions and wall loses (Reichert et al., 2003). As
mentioned above, given the value of the CL, the RO∗2 con-
centration in the air sampled can be calculated as:[
RO∗2
]= [HO2]+∑[RO2]= 1[NO2]CL (2)
The pressure variation of the CL for the reactors constitut-
ing the IUP-DUALER was determined experimentally using
a HO2 source in which the produced HO2 is calculated ac-
cording to Eq. (1). For this, the oxygen (O2) effective cross
section must be determined as it depends on the lamp condi-
tions and the O2 column (Hofzumahaus et al., 1997; Creasy
et al., 2000), and the latter varies at different pressures. The
apparent σO2 is determined from the total absorption mea-
sured at different O2 in the cell by varying the flow of syn-
thetic air (containing 20% O2) and N2 through the calibration
source. As only the central portion of the flow is sampled by
the instrument, for the determination of the peroxy radical
concentration the calculation of the effective σO2 locally at
this position in the photolysis region is required. This is de-
scribed in more detail elsewhere (Creasy et al., 2000; Kartal,
2009). Both apparent and effective σO2 for the calibration set
up used in the present work are shown at different pressures
in Fig. 3.
The obtained experimental pressure dependency of the CL
is shown in Fig. 4, where CL calibrations were made by con-
necting a single reactor to the radical source installed inside
the pressure chamber, and by varying the pressure between
200 and 1000 mbar. A decrease in the pressure of the sam-
pling air is associated with an increase in the volume flow
through the reactor since the mass flow through the instru-
ment is kept constant during the measurement. Provided that
the retention time in the reactor is sufficient for the chain re-
action to be completed, the CL is expected to decrease when
decreasing the ambient pressure, as the wall losses are gain-
ing in importance as a consequence of the lower probability
of molecular collisions at lower pressures. This behaviour
is in agreement with the results in Fig. 4 and with previous
experiments with other reactors (Kartal, 2004).
A box model accounting for the main reactions involved
(see Appendix A) was used to simulate the CL pressure
www.atmos-chem-phys.net/10/3047/2010/ Atmos. Chem. Phys., 10, 3047–3062, 2010
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Figure 3: Apparent (blue dots) and effective (red dots) O2 absorption cross section obtained 
experimentally at different pressures (in red) for the calibration set up used in this work 
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Figure 4: Variation of the CL with the pressure as measured for a single reactor.  
sim-CL and exp_CL stands for simulated and experimental CL respectively. 
Fig. 4. ariation of the CL with the pressure as measured for a
single reactor. Simulated (sim-CL) and experimental CL (exp CL)
are plotted for comparison.
dependency. The wall losses were constrained to the mea-
surements at 1000 mbar leading to a kHO2wall = 1.5 s−1, and kept
constant for the whole pressure range. According to this,
1.2 s and 1.8 s are the minimum retention times required to
complete the chain reaction at 1000 and 200 mbar respec-
tively. Generally the agreement is very reasonable but for
P < 400 mbar the simulations underestimate slightly the CL
obtained experimentally. This indicates that the variations
with the pressure are either underestimated for the propa-
gating reactions or overestimated for the terminating reac-
tions (see Sect. 2.2). Provided that the increase of kCO+OH
with the pressure has been thoroughly studied (Sander et
al, 2006), the discrepancies must be caused by the termi-
nating reactions. The pressure variation of the experimen-
tal CL can be simulated by replacing kwall with a total
kloss = 1.5−
(
P1
/
(10 ·P2)
)
, where P1=1013.15 mbar, P2 is
the measurement pressure and kloss is expressed in s−1.
 
a) 
b) 
 
 
Figure 5: Variation of the eCL with the ambient pressure. The IUP-DUALER is kept at a 
constant pressure: a) 200mbar, b) 300 mbar. R-i (50% HO2) corresponds with a 50% HO2 
/50% CH3O2 radical mixture for reactor i. 
 
Fig. 5. Variation of the eCL with the ambient pressure. The IUP-
DUALER is kept at a constant pressure: (a) 200 mbar, (b) 300 mbar.
R−i (50% HO2) corresponds with a 50% HO2/50% CH3O2 radical
mixture for reactor i.
As mentioned in Sect. 3.1 the signal instability of the lu-
minol detector requires keeping the instrument pressure con-
stant during airborne measurements. This is achieved by reg-
ulating the pressure at the pre-reactor nozzle previous to the
reactors, as described in the experimental section. For this
DUALER, the CL measured in the laboratory is an effective
CL (eCL) which is lower than the CL determined for the sin-
gle reactor at the same pressure, since only the radicals not
being lost in the pre-reactor nozzle are participating in the
chain reaction at the reactor. As the peroxy radicals are re-
acting rapidly with the walls, the losses at this nozzle before
the addition of CO and NO are expected to be important.
Figure 5 shows the eCL measured at different ambient
pressures but keeping constant the pressure of the DUALER.
It is important to note that the eCL in both reactors is not
identical. This is likely a consequence of slight mechanical
differences in the detectors affecting the interface between
the luminol solution and the air sample and therefore the
chemiluminiscent reaction.
As expected, the eCL is lower than the CL determined for
the single reactor without pre-reactor nozzle. When keep-
ing the DUALER at a constant pressure the eCL remains
fairly constant within reproducibility and there is no signif-
icant difference in the results obtained at 200 and 300 mbar.
The light curvature observed in the results in Fig. 5 is though
very reproducible. This is interpreted to be related to 1P =
Psample−PDUALER. Due to the pressure regulation the air
sample flows with higher velocity through the pre-reactor
nozzle at higher 1P , what minimises the radical residence
time in the pre-reactor nozzle and therefore the likeness of
wall losses. However, high velocities are associated with tur-
bulences which might enhance wall losses in the pre-reactor
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Figure6: Variation of the eCL with the ambient pressure for the DUALER a) without pressure 
regulation, b) regulated at 200 mbar and c) regulated at 300 mbar. The eCL obtained without 
pressure regulation is also plotted in b) and c) for comparison (red dots: reactor 1; blue dots: 
reactor 2). 
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ig. . Variation of th eCL with the ambie t pres ure for the
DUALER (a) without pressure regulation, (b) regulated at 200 mbar
and (c) regulated at 300 mbar. The eCL obtained without pressure
regulation is also plotted in (b) and (c) for comparison (red dots:
reactor 1; blue dots: reactor 2).
nozzle. Low 1P is linked to less turbulence but to longer
radical retention times in the pre-reactor nozzle. At different
1P the eCL is therefore the result of these competing mech-
anisms in the wall losses which may reach a compensation
point at about 600 mbar.
This is confirmed by the results obtained when the
DUALER pressure is not regulated, up to 500 mbar (Fig. 6).
As the flow across the 1 mm orifice of the pre-reactor nozzle
is laminar, the pressure drop (Pd) for each chamber pressure
can be calculated. Pd decreases from 12 mbar at 200 mbar
to 2.5 mbar at 1000 mbar. Therefore, 1P = Psample −
PDUALER∼= 0. The corresponding eCLNPR (eCLNPR: eCL no
pressure regulation) decrease linearly with increasing cham-
ber pressures, i.e., with higher retention time of the sample in
the pre-reactor nozzle. Interestingly, while the eCLNPR ab-
solute values are of the same order of magnitude than in the
pressure regulated system, the discrepancies increase with
increasing pressure (Fig. 6), so that at the maximum 1P ,
eCLNPR >eCL This is consistent with the presence of addi-
tional turbulences at the pre-reactor nozzle associated with
the pressure regulation, enhancing the radical wall losses.
As expected eCLNPR ∼=eCL when the DUALER is kept at
200 mbar.
 
Figure 7: Experimental eCL values obtained for different ΔP=Pambient-PDUALER. The DUALER 
is kept at 200 mbar. In red eCL for reactor 1 and in blue for reactor 2. 
 
 
 
 
 
 
 
 
 
 
Fig. 7. Experimental eCL values obtained for different
1P=Pambient−PDUALER. The DUALER is kept at 200 mbar. In
r d eCL for reactor 1 and in blue for reactor 2.
The implementation of the pressure regulation requires
therefore a characterisation of the eCL in the reactors respect
to 1P during the measurement (see Fig. 7). For airborne
measurements the maximum eCL is reached by 1P around
500 mbar.
3.3 Estimation of radical wall losses in the pre-reactor
nozzle
Using a pure HO2 calibration source, the HO2 wall loss rate
(kHO2wall ) can be estimated from the comparison between ex-
perimental CLs obtained at different pressures for the single
reactor (i.e., CL) and for the DUALER reactor without regu-
lating the pressure (i.e., eCLNPR; NPR: non pressure regula-
tion).
The total radical loss in the pre-reactor nozzle can be cal-
culated from:
[HO2]t∗ = [HO2]0e−klosst∗ (3)
[HO2]0 and [HO2]t∗ are respectively the mixing ratios en-
tering the pre-reactor nozzle and entering the reactors, kloss
is the total radical loss rate, and [HO2]t∗=[HO2]0-[HO2]loss,
[HO2]loss being the radical loss by a retention time t∗ in the
nozzle.
The losses in the pre-reactor nozzle are the result of wall
losses and radical-radical reactions. According to model
calculations (see Appendix A), chemical losses contribute
0.19% and 0.23% to the total losses at 200 and 1000 mbar,
respectively. The total radical loss is therefore dominated by
the wall losses, and kloss is an upper limit of the kHO2wall .
If the losses occurring in the pre-reactor nozzle are known
exactly and taken into account in the calculation of the CL,
the actual CL in each reactor of the DUALER and in the
single reactor without pre-reactor nozzle must be the same.
Thus:
1NO2.DUALER
[HO2]0− [HO2] loss
= 1NO2.SINGLE[HO2]0 =CL; (4)
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Figure 8: HO2 losses at the pre-reactor nozzle for eCL at different pressures calculated from 
eCLNPR, measurements without DUALER pressure regulation, (empty circles) and a chemical 
box model with a HO2 radical trap 
 
 
Fig. 8. O2 lo ses at th pre-reactor nozzle o eCL at dif-
ferent pressur s calculated from eCLNPR, me surements without
DUALER pressure regulation, (empty circles) and a chemical box
model with a HO2 radical trap.
As eCL is calculated as eCL=1NO2DUALER
/
[HO2]0, then:
[HO2]loss
[HO2]0
= 1− eCL
CL
; (5)
Figure 8 shows the HO2 losses at the pre-reactor nozzle cal-
culated by Eq. (5) and on the basis of the experimental values
of CL and eCL. These values agree very reasonably with sim-
ulations of the eCLNPR at different pressures performed with
the chemical box model described in Appendix A combined
with a numerical trap removing radicals before amplification.
The Eq. (5) is also applicable to the eCLNPR. The kloss can
be calculated from the experimental values of eCLNPR and
CL:
kloss= 1
t∗
ln
[HO2]0
[HO2]t∗
; (6)
The variation of kloss with the pressure is depicted in Fig. 9.
As stated above, this kloss represents an upper limit of kwall.
According to Hayman (1997):
kwall= 1.85
(
ν1/3D2/3
d1/3L1/3
)(
S
V
)
; (7)
where ν is the velocity of the gas (cm s−1), D the diffusion
coefficient (cm2 s−1), L the length (cm), d the diameter of
the flow tube (cm), S the surface area (cm2) and V the vol-
ume (cm3).
In the case of the pre-reactor nozzle, S, V , d, andL remain
constant at all the pressures and Eq. (7) can be rewriten as:
kwall=Z
(
ν1/3D2/3
)
; (8)
where Z is a constant. According to Eq. (8), the kloss is ex-
pected to decrease with increasing pressures since the dif-
fussion coefficient D (D=λc/3, λ being the mean free path,
 
 
 
 
 
 
 
 
 
 
 
Figure 9: Variation of the HO2 radical kloss according to experimental eCLNPR 
and CL values. kloss represents an upper limit of kwall since the chemical 
losses are ~0.2% (see text).  
 
 
Fig. 9. Variation of the HO2 radical kloss according to experimental
eCLNPR and CL values. kloss represents an upper limit of kwall
since the chemical lo es are ∼0.2% (see text).
and c the mean molecular speed) decreases with increasing
pressure at constant temperature, as result of the decrease in
the mean free path. In addition, the velocity of the gas sam-
ple through the pre-reactor nozzle decreases when increas-
ing the pressure as the mass flows are kept constant at all the
pressures. This is in agreement with the values presented in
Fig. 9.
According to the results shown in Fig. 8, the HO2 losses
at the pre-reactor nozzle are estimated to be around 55% at
200 mbar. This situation is closest to the conditions during
the AMMA airborne measurements when the DUALER sys-
tem was kept constantly at 200 mbar.
The wall losses of alkyl peroxy radicals are expected to
be lower. A series of experiments were performed by us-
ing a methylperoxyl (CH3O2)/HO2 radical source. This is
achieved by adding methane (CH4) instead of CO in the cal-
ibration gas:
H2O+hν(λ=184.9 nm)→H+OH
H+O2 M−→HO2
OH+CH4+O2 M−→CH3O2+H2O
As CH4 is added in excess to favour the chemical reaction
over the OH wall losses, the source generates a 50% CH3O2
and 50% HO2 radical mixture.
Once in the reactor, the HO2 radicals lead the amplifica-
tion cycle. The yield of HO2 from CH3O2 for the experimen-
tal conditions is 0.85 (Clemitshaw et al., 1997) and results
from the reactions:
CH3O2+NO→CH3O+NO2
CH3O+O2→CH2O+HO2
Atmos. Chem. Phys., 10, 3047–3062, 2010 www.atmos-chem-phys.net/10/3047/2010/
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Figure 10: Variation with the pressure of the ratio between eCLs obtained for 100% 
HO2 (indicated as eCL100%) and for a mixture of 50% HO2 plus 50% 
CH3O2.(indicated as eCL50%). The mean ratio is 0.84. 
 
 
 
 
 
 
Fig. 10. Variation with the pressure of the ratio between eCLs ob-
tained for 100% HO2 (indicated as eCL100%) and for a mixture of
50% HO2 plus 50% CH3O2 (indicated as eCL50%). The mean ratio
is 0.84.
CH3O+NO M−→CH3ONO
The eCL is therefore experimentally determined from the
1NO2 measured versus [HO2] calculated by Eq. (1) for a
0.85 yield from CH3O2.
As expected, the eCL for the mixture of HO2 and CH3O2
behaves similarly over the pressure range but the absolute
values are higher than for the pure HO2 as the CH3O2 are less
effectively lost in the pre-reactor nozzle. Figure 5 shows the
eCL pressure variation for the DUALER kept at 300 mbar.
The ratio eCL
100%HO2/
eCL50%HO2+50%CH3O2 is plotted in
Fig. 10.
Based on these results, the eCL was simulated for differ-
ent mixtures of HO2 and CH3O2. As shown in Fig. 11, if
the eCL for pure HO2 is used for the analysis of all ambient
measurements, i.e., assuming equal wall losses for all peroxy
radicals, the RO∗2 mixing ratios are 14% overestimated in the
case of the most common 1:1 HO2/CH3O2 ambient mixture.
4 Processing and analysis of AMMA data
The analysis of airborne data requires an especially careful
evaluation which takes into account the experimental draw-
backs during the preparation and measurement periods.
The IUP-UB DUALER was deployed during the AMMA
campaign on the DLR-Falcon for the measurement of peroxy
radicals during the African monsoon period in 2006 (Reeves
et al., 2010; Andre´s-Herna´ndez et al., 2009). During the
AMMA flight preparation periods in Ouagadougou, unavoid-
able interruptions in the gas flows and power supply previous
to the flights led to detector instabilities which constrained
the usefulness and representativeness of the calibrations. On
top of this, changes in the NO2 concentration provided by the
gas cylinder built in the DUALER (1 ppm NO2 in synthetic
air) were observed throughout the day. These are attributed to
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Fig. 11. Simulated eCL values for different HO2 and CH3O2 mix-
tures (0% implies a pure HO2 sample). Red bars represent the corre-
sponding overestimation in the RO∗2 mixing ratios determined with
the eCL for HO2.
the high T and humidity conditions prior to the flight which
possibly led to variable NO2 wall losses related to the forma-
tion of nitric acid (HNO3) in the pressure regulator and the
gas tubing in spite of lengthy flushing of the gas lines. As
a consequence, in-flight calibrations with this NO2 cylinder
were not possible.
Short-term instabilities in the luminol flow can also be of
importance during the flight and must be carefully taken into
account in the data processing. The flow instabilities lead to
short-term and not simultaneous variations in the sensitivities
of the detectors which might introduce uncertainties in the
determination of 1NO2, i.e., NO2 amplification-NO2 background,
as it involves the signal of both single detectors. The NO2
calibrations of the detectors with external cylinders made be-
fore and after the flights were insufficient to monitor potential
in- flight variations in the detectors sensitivity.
To overcome these issues a mathematical method based on
the ozone concentrations measured simultaneously on board
the DLR-Falcon was developed for the interpretation of re-
sults (see Sect. 4.1). This procedure enables the monitoring
of potential changes in the sensitivity of the detectors and the
calculation of effective calibration parameters.
4.1 Calculation of RO∗2 mixing ratios during the
AMMA flights
Provided that the signal measured in the background is es-
sentially defined by the ambient O3 converted to NO2 by its
reaction with the added NO and that the response of the lumi-
nol detector remains linear (i.e., NO2=aX+b), the sensitiv-
ity of each detector for each single point k during a selected
time interval can be calculated.
Thus, the sensitivity of one of the detectors SD1=1/aD1 at a
time k can be calculated from two consecutive O3 measure-
ments at the time k and k+1, ([O3](ki)written as O3(ki) for
simplicity):
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O3(k)−O3(k+1) = (aD1 ·X(k)+b1)−(aD1 ·X(k+1)+b1)
= aD1 ·(X(k)−X(k+1))
aD1 = O3(k)−O3(k+1)
X(k)−X(k+1) ;
SD1 = X(k)−X(k+1)O3(k)−O3(k+1) (9)
In an analogous manner, an array with n−1 elements is ob-
tained for each point measured at the time k, n being the
number of measurement points within a selected time inter-
val:

aD1(1)
aD1(2)
.
.
aD1(k−1)
aD1(k+1)
.
.
aD1(n)

(n−1)x1
=


O3(1)
O3(2)
.
.
O3(k−1)
O3(k+1)
.
.
O3(n)

(n−1)x1
−[O3(k)]



X(1)
X(2)
.
.
X(k−1)
X(k+1)
.
.
X(n)

(n−1)x1
−[X(k)]

=


O3(1)−O3(k)
O3(2)−O3(k)
.
.
O3(k−1)−O3(k)
O3(k+1)−O3(k)
.
.
O3(n)−O3(k)




X(1)−X(k)
X(2)−X(k)
.
.
X(k−1)−X(k)
X(k+1)−X(k)
.
.
X(n)−X(k)


=

(
O3(1)−O3(k)
)/(
X(1)−X(k)
)(
O3(2)−O3(k)
)/(
X(2)−X(k)
)
.
.(
O3(k−1)−O3(k)
)/(
X(k−1)−X(k)
)(
O3(k+1)−O3(k)
)/(
X(k+1)−X(k)
)
.
.(
O3(n)−O3(k)
)/(
X(n)−X(k)
)

(10)
Thus, a sensitivity array is attributed to each NO2 measur-
ing point of a luminol detector, S∗D1(k)= 1
/
a
∗
D1(k)
being the
mean value of the sensitivity of the detector at one point for
a selected time interval.
a
∗
D1(k)=mean


aD1(1)
aD1(2)
.
aD1(k−1)
aD1(k+1)
.
aD1(n)

(n−1)x1

(11)
Conversely, the value b can be calculated for each measure-
ment point as:


O3(1)
O3(2)
.
.
O3(k)
O3(k+1)
.
.
O3(n)

nx1

−


a∗D1(1) ∗XD1(1)
a∗D1(2) ∗XD1(2)
.
.
a∗D1(k) ∗X(k)
a∗D1(k+1) ∗X(k+1)
.
.
a∗D1(n) ∗X(n)

nx1

=

b∗D1(1)
b∗D1(2)
.
.
b∗D1(k)
b∗D1(k+1)
.
.
b∗D1(n)

nx1
(12)
Therefore, a value of a∗
D1 and a b value are assigned to each
detector signal. The variability of these parameters indicates
the sensitivity variations of the detectors.
The values obtained are further used to calculate the mix-
ing ratios of the peroxy radicals at a time k within each time
period selected, which normally corresponds with a flight
pressure level:
[RO∗2]reactor1 =
1NO2
eCLreactor1
⇒ADet1·X1(k)−ADet2·X2(k)+(BDet1−BDet2)
eCLreactor1
[RO∗2]reactor2 =
1NO2
eCLreactor2
⇒ADet2·X2(k)−ADet1·X1(k)+(BDet2−BDet1)
eCLreactor2
(13)
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Fig. 12. Example of calculation of effective calibration parameters on the basis of O3 DLR-Falcon measurements at 330 mbar on the 13
August 2006 (900 data points) (a) comparison between [O3] in ppbv and background volt signals of the luminol detectors (B1 and B2, re-
spectively), (b) D1 and D2 detector signals in ppbv calculated with the obtained calibration parameters (ADet1=28.2±4.5; ADet2=16.8±3.1;
BDet1=16.9±1.9; BDet2=14.3±1.5).
where the corresponding eCL are determined in the lab and:
ADet1 =mean


a∗1(1)
a∗1(2)
.
a∗1(k)
a∗1(k+1)
.
a∗1(n)


;BDet1 =mean


b∗1(1)
b∗1(2)
.
b∗1(k)
b∗1(k+1)
.
b∗1(n)


;
ADet2 =mean


a∗2(1)
a∗2(2)
.
a∗2(k)
a∗2(k+1)
.
a∗2(n)


;BDet2 =mean


b∗2(1)
b∗2(1)
.
b∗2(k)
b∗2(k+1)
.
b∗2(n)


;
(14)
The application of the calculation procedure is exemplary
shown in Fig. 12. These measurements were taken at
330 mbar during the flight on the 13 August 2006. In
Fig. 12a the [O3] in ppbv is compared to the raw back-
ground signal of the luminol detectors in volts. Despite
the offset of the signals, the temporal evolution agrees very
reasonably as expected. According to the procedure de-
scribed above, the effective calibration parameters are calcu-
lated (ADet1=28.2±4.5; ADet2=16.8±3.1; BDet1=16.9±1.9;
BDet2=14.3±1.5) and used to obtain the mixing ratios de-
picted in Fig. 12b.
This method might be subject to a certain error in the case
of malfunction of the O3 instrument and/or sudden variations
of background ambient gases other than O3 oxidising NO or
providing directly NO2 to the DUALER. However, the vari-
ations in NO and NO2 of the air masses within the periods
selected for analysis do not indicate any significant contribu-
tion of any potential interference. Within AMMA the ADeti
parameters obtained from the O3 in-flight validation gener-
ally varied between 15 and 35 with 15–30% relative accu-
racy, in reasonable agreement with the a parameters obtained
in the laboratory, which varied between 10 and 30 with 3%
accuracy.
4.2 Error analysis and detection limit
The calculation of the error associated with the RO∗2 mixing
ratios must take into account the contribution of the follow-
ing sources of uncertainty:
1. NO2 detector sensitivity. This is determined by the NO2
calibrations with cylinders of known concentration (see
Sect. 2.2) and the reproducibility is within 99% for lab-
oratory measurements taken with the same filter and un-
der the same pressure conditions. By using the proce-
dure described in Sect. 4.1, the relative accuracy of the
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Fig. 13. Mixing ratios measured on the 11 August 2006 within a vertical profile taken between 360 and 960 mbar. The [RO∗2] error bars
represent the statistical error of the 20 s averages. The total [RO∗2] error remains below 45% (see text).
NO2 airborne measurements remains between 20% and
35%.
2. CL determination. The effective CL is determined in the
laboratory for a particular measurement pressure with
a 15% standard deviation. Potential in-flight losses of
radicals before reaching the addition point in the reactor
can only be estimated. These might be of significance
in the presence of clouds or aerosols
3. Radical partitioning in the air sampled. The presence of
peroxy radicals other than HO2 leads to an overestima-
tion of the [RO∗2] which most likely remains between 8
and 14% for the most likely expected HO2/CH3O2 ratio
as stated in Sect. 3.3. There is no information available
about the relative distribution of peroxy radicals during
AMMA except for the radical intercomparison exercise
(Andre´s Herna´ndez et al., 2010) where the HO2/RO2 ra-
tio remained close to 1:1. Complementary modeling re-
sults indicated that CH3O2 represents 90% of the alkyl
peroxy radicals present (Stone et al., 2010).
The detection limit of the NO2 detector is calculated as 3
times the standard deviation of 20 s signal averages at each
calibration point made at 200 mbar under laboratory condi-
tions. This leads to a value of 0.13±0.05 ppb NO2. As the
eCL=45±7 at 200 mbar, the RO∗2 detection limit is 3±2 pptv
for 20 s time resolution.
During AMMA, a total of 8 DLR-Falcon flights were
conducted from Ouagadougou in Burkina Faso (12.15◦ N
1.30◦ W) in the period from 1–18 August 2006. An overview
of the aircraft campaign and details of the flights are de-
scribed in Reeves et al. (2010). The results of the radi-
cal intercomparison exercise during the flight on the 16 Au-
gust 2006 are analysed elsewhere (Andre´s-Herna´ndez et al.,
2010).
The total [RO∗2] error calculated from the propagation
of the errors above remains between 25 and 45% within
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Fig. 14. Mixing ratios measured on the 4 August 2006 at 315 mbar. The [RO∗2] error bars represent the statistical error of the 20 s averages.
The total [RO∗2] error remains around 25% (see text).
AMMA, depending on the flight conditions and the stability
of the measurement signals for any particular measurement
interval.
4.3 Application to AMMA measurements
The analysis of AMMA peroxy radical measurements dur-
ing episodes of intense convection and biomass burning is
presented elsewhere (Andre´s-Herna´ndez et al., 2009). The
RO∗2 data selected in Figs. 13 and 14 illustrate AMMA mea-
surement situations associated with errors of different origin
and magnitude.
On the 11 August 2006 a vertical profile from 360 mbar
was taken over Ouagadougou before landing. The [RO∗2] are
quite variable at the different pressure levels measured. In
the first two levels at 360 and 450 mbar, total odd nitrogen
(NOy), O3 and CO change abruptly indicating the chemical
inhomogeneity of the air mass sampled. This situation dis-
turbs the local chemistry and leads to short term variations in
the background concentrations which can then result in the
calculation of RO∗2 negative mixing ratios. Although chem-
ically meaningless, these negative values are not removed
from the data set as they are not caused by instrument failures
and provide useful information about radical variability and
instrument response in such a rapid changing environment.
The analysis of data is however based on periods of stable
conditions.
At 570 mbar the longer lived species CO and O3 remain
fairly constant whereas NOy variations seem to define the
RO∗2 variability. Close to the surface at the highest pressure
level, the RO∗2 mixing ratios are low and close to the detec-
tion limit. The [RO∗2] error bars in Fig. 13 represent the sta-
tistical error of the 20 s averages. The total error all over the
vertical profile remains between 40 and 45%.
Figure 14 illustrate the variations of the RO∗2 mixing ratios
measured on the 4 August 2006 at 315 mbar. In this case,
the outflow of a mesoscale convective system was sampled
from 09:00 to 10:00 h. The measurement period is charac-
terised by high NO, NOy and RO∗2 variability which is partly
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Table A1. Reactions used in the chemical box model. The rate coefficients are in units of cm3 molecule−1 s−1 except for the first order
heterogeneous wall loss of HO2 (based on the experimental data of this work) and the unimolecular decomposition of peroxynitric acid
(HO2NO2) which are in s−1.
Reaction
Low pressure limit High-pressure limit Rate constants
k0(T )= k3000 (T /300)−n k∞(T )= k300∞ (T /300)−m for bimolecular
k3000 n k
300∞ m reactions at 298 K
NO+OH M−→HONO 7.1E−31 2.6 3.6E−11 0.1
NO2+OH
M−→HONO2 2E−30 3 2.5E−11 0
NO2+HO2
M−→HO2NO2 1.8E−31 3.2 4.7E−12 1.4
HO2NO2
M−→NO2+HO2 k= kNO2+HO2/(2.1E−27 ·exp(10 900T ))
OH+OH M−→H2O2 6.9E−31 1 2.6E−11 0
CO+OH O2−→CO2+HO2 (1.5E13)·(1+0.6P )
NO+HO2→OH+NO2 8.1E−12
HO2+HO2
M−→H2O2+O2 (4.9E32)·[M]
OH+HONO→H2O+NO2 4.5E−12
H2O2+OH→HO2+H2O 1.7E−12
HO2+OH→O2+H2O 1.1E−12
CH3O2+HO2→CH3OOH+O2 5.2E−12
CH3O2+NO→CH3O+NO2 7.7E−12
CH3O+O2→CH2O+HO2 1.9E−15
CH3O+NO
M−→CH3ONO 1.4E−29 3.8 3.6E−11 0.6
HO2+walls→non-radical products 1.5 (this work)
associated with the presence of clouds and fresh emissions
(Andre´s-Herna´ndez et al., 2009). In spite of the complex lo-
cal chemistry, the generally smooth O3 variations minimise
the error associated with the RO∗2 validation algorithm pre-
sented in Sect. 4.1 and the total [RO∗2] error remains around
37%.
5 Summary and conclusions
A DUALER instrument based on the chemical amplification
technique is proposed for the airborne measurement of per-
oxy radicals. Due to the fluctuations in signal and sensitivity
of the luminol detectors with the pressure, the system is kept
at constant pressure during the measurement.
The pressure regulation at a pre-reactor nozzle, though op-
timising the detector output and stabilising the reactor chain
length, introduces turbulences which enhance radical wall
losses prior to chemical conversion and amplification. The
chain length determined experimentally is therefore an ef-
fective chain length (eCL), resulting from the amplification
of the radicals reaching the gas addition point at the reac-
tors. The losses at the pre-reactor nozzle are mainly wall
losses. The eCL varies with 1P=Pambient−PDUALER indi-
cating the effect of turbulences and retention time in the wall
losses at the pre-reactor nozzle. Each DUALER instrument
must therefore be thoroughly characterised prior to any de-
ployment in an airborne platform. Knowledge of the reten-
tion time in the pre-reactor nozzle enables the calculation of
the eCL for different 1P .
According to the laboratory characterisation of the IUP-
UB DUALER regarding the signal to noise ratio, the sta-
bility of luminol flows in the NO2 detectors, the eCL, and
the CO consumption, the performance of the instrument dur-
ing airborne measurements is expected to be at the best for
1P around 500 mbar. The actual DUALER configuration
is not suitable for system pressures below 200 mbar and
this restricts the measurement to ambient pressures above
270 mbar.
The response of the instrument for different peroxy rad-
icals was also investigated. As expected, higher eCL were
experimentally determined for CH3O2 than for HO2. This
is interpreted to be the result of lower wall losses of CH3O2
in the pre-reactor nozzle. These experimental results were
utilised to simulate the eCL for different mixtures of per-
oxy radicals. Using a common eCL for the determination
of [RO∗2] in ambient samples is subject to an additional error
which most likely remains between 8 and 14% depending on
the [HO2]/[CH3O2] ratio.
The IUP-UB DUALER was successfully deployed during
the AMMA measurement campaign in West Africa in 2006.
In order to cover most of the measurement conditions, the
pressure of the system was kept at 200 mbar. [RO∗2] between
5 and 60 pptv were measured in air masses of different pho-
tochemical characteristics (Andre´s-Herna´ndez et al., 2009).
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A validation procedure based on simultaneous O3 measure-
ments onboard is proposed to monitor and correct variations
in detector sensitivity during the flight. In such a manner, the
total error of the RO∗2 mixing ratios vary between 25 and 45%
depending on the detector performance and flight conditions.
Appendix A
Box model
A chemical box model based on the fourth order Runge-
Kutta numerical analysis method by programming with Mat-
lab 7.0 was developed for the simulations within this work.
The procedure is presented more in detail in Kartal (2009).
The reactions used are summarized in Table A1. All reaction
rates except for the heterogeneous HO2 wall loss are accord-
ing to JPL-publication JPL 06-2 (Sander et al., 2006).
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